MESSOUHI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY [RECEWED T
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT ke fets itk

Complete this repori In duplicate al the time of the regular monthly preventative maintenance check, and whenever instrument Is repalred.
Send copy to Depariment of Heallh and Senlor Services; retaln orlginal in depaniment flle,

ALCO SENSOR IV 8N PRINTER SN , DATE OF NSPECTION
09149¢] OFL. 3560 879 3-3/-1<
LOCI\T{OI\EF INSTRUMENT {STREET AND CITY) TIME OF INSPEGTION
E W(;/fn.‘f}« Co/w,q;z‘z, 0 70

'CHECKLIST! Place a mark In (he box by each item if found to be salisfactory ot if operaling within eslablished limits. (Write In observed val-
‘ues wthere determined.) Unmarked ltems must be correcled before using instrument.

LEi’BlGlTAL READOUT (ALL ELEMENTS OPERATIONAL) '

1 TEMPERATURE OF ALCO SENSOR (10°C- 40°C)  D.5%(

Q/PmNTEH WORKING PROPERLY

I TIME AND DATE DISPLAYING PROPERLY
EREATIT ALCONOL AGCURAGY STANDARDS

[T~ SIMULATOR SOLUTION ] COMPRESSED ETHANOL-GAS MIXTURE

[ J-STANDARD SUPPLIER rHy _Lebs Lot# 320 EXP. DATE _1-9~1§~
[} SIMULATOR TEMPERATURE (34°C +0.2°C) 3 Y.¢" ¢ SIMULATOR SN SPX7( |__ SIMULATOR EXP DATE 7-1-(3

B/CALIBHATION CHECK — (ONLY ‘ONE STANDARD I8 TO BE USED PER MAINTENANCE REPORT)

Run thres lests using a standard solution. All three tests must be within 5% of the slandard value and must have a spread of .005 or

_Check the box corresponding to the standard solution being used. {PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST {1 = 0200 TEST 2 W e/(y/ TEST3 6/0/

%I DETEGTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) '

REFUSALS §/ o-04) ) !(.05-.09) ) |(.10-.14) % (.15-.19) ( ](OVER.w) j/

List any new parls and describe any alteration or modification lhat was macle lo Tastore the Inslrument lo operate salisfactorlly and within
eslablished fimils (use olher side if necessary).

) PR%N AME
14 F !)tn { b rae

TYPE Il BEAMITAUMBER/EXPIRATION DATE TELEPHONE NUMBER

D edll - [rely S S 73-87Y-2L5 )

Return completed report fo the: Breath Alcohol Program, MO Department of Health and Senlor Services, Southeast Districl Office
2875 James Boulevard

Poplar Bluff, MO 63901




GUTH LABORATORIES, INC.

530 MORTH 67th STREEY ¢ HARRISBURG, PA 17111-4511 ¢ TELEPHONE! 747-664-5470

CERTIFICATE OF ANAL-YSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13010 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on January 14, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1218% (w/vol) ethyl alcohol. The expiration date for this lot
number is January9,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this soluticn will give a breath alecohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances,

Ted L. Pauley, President
GUTH LABORATORIES, INC,

NIST Traceability:

Testing was conducted using Cerilllant Reference Standard lot number FNI22211-02 whose
values are traceable to NIST,

All balances are callbrated annually by an outslde agency using NIST traceable welghts,
Calibration verification Is done prior to each use utilizing NIST traceable welghts.



5 IV Serial nat Go749]
Uarsion nod G

TEST RECORD 81299
o/
Tine 2161,

T e e o ———

83/31713 87166 . 580
Calibration Check:
43 83731213 avipg . 168

Subdect Homs T
Tes/i—

fubdect .0,

——

Orerator MName. 1.7,

L Yne  [G5e
Location

_LFPPD

A% I Serial no? a7461

Verzion " hot G940
TEST RECORD 51291

, a/

Temr  Dste  Time 2181,

TS e e

fiir Blapk:
B3/21/12 87:97 . poa

Calibration Check:

23 8215 gy « 181

Bubdect Hape

_les#

Subdect 1,0, -

Grerator Names 1.0,

— !&Lf?"/_ /4ﬁ;§"

Location

S

A% IV Serial not 897481

Uarsion not BE4C
TEST RECORD ©i1292

8/

Temr  Date Time 21gL

fiir Blank:

83731/13 B7:09 060
Calibration Checks
26 BAA21/13 87:09 161

éaﬁéect Hame
rf:%gf’

Subdect I,1.

Oeerator Mame. 1.D.

It tly” 768/5’&
Location

CFy

A% IV Serial not 892401

Uersion hot G40
TEST RECORD 611293 -
Teme  Date Time zfgL
Voige RFT

12 8372113 aPria

SubJdect Hame

Test

fubdect 1.0,

Orerator Hame, 1.0,

el et 198
Location

a7




